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Job Narrative

720-24354-1

Comments

No additional comments. 

Receipt 

All samples were received in good condition within temperature requirements.

GC/MS VOA 

Method(s) 8260B: Internal standard responses were outside of acceptance limits for the following sample(s): EXC4-25'North3-SDWALL1' 

(720-24354-3).  The sample(s) shows evidence of matrix interference and confirmed by reanalysis.

No other analytical or quality issues were noted.

GC VOA 

No analytical or quality issues were noted.

GC Semi VOA 

Method(s) 8082: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for batch 62197 were outside control limits.  The 

associated laboratory control sample (LCS) recovery met acceptance criteria.

Method(s) 8082: Due to the level of dilution required for the following sample(s), surrogate recoveries are not reported: 

EXC4-25'North1-SDWALL1' (720-24354-1), EXC4-25'North2-SDWALL1' (720-24354-2), EXC4-25'North3-SDWALL1' (720-24354-3).

No other analytical or quality issues were noted.

Metals 

No analytical or quality issues were noted.

Organic Prep 

No analytical or quality issues were noted.
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EXECUTIVE SUMMARY - Detections

Client:   LFR, Inc. Job Number:   720-24354-1

Analyte Result / Qualifier

Reporting 

Limit Units  Method

Lab Sample ID      Client Sample ID

720-24354-1 EXC4-25'NORTH1-SDWALL1'

0.99 mg/Kg 8015B5.1Diesel Range Organics [C10-C28]

2500 ug/Kg 80824200PCB-1260

2.0 mg/Kg 6010B5.5Lead

720-24354-2 EXC4-25'NORTH2-SDWALL1'

1.0 mg/Kg 8015B14Diesel Range Organics [C10-C28]

50 mg/Kg 8015B67Motor Oil Range Organics [C24-C36]

2500 ug/Kg 80822600PCB-1260

2.0 mg/Kg 6010B13Lead

720-24354-3 EXC4-25'NORTH3-SDWALL1'

0.99 mg/Kg 8015B7.5Diesel Range Organics [C10-C28]

1000 ug/Kg 80821100PCB-1260

4.0 mg/Kg 6010B7.2Arsenic

2.0 mg/Kg 6010B37Lead

720-24354-4 EXC4-25'NORTH4-SDWALL1'

0.99 mg/Kg 8015B4.2Diesel Range Organics [C10-C28]

50 ug/Kg 808267PCB-1260

4.1 mg/Kg 6010B9.2Arsenic

2.0 mg/Kg 6010B38Lead

720-24354-5 EXC4-25'NORTH5-SDWALL1'

2.0 mg/Kg 6010B5.1Lead

720-24354-6 EXC4-25'NORTH6-SDWALL1'

2.0 mg/Kg 6010B5.7Lead

720-24354-7 EXC4-25'NORTH7-SDWALL1'

5.0 mg/Kg 8015B990Diesel Range Organics [C10-C28]

50 ug/Kg 8082330PCB-1260

2.1 mg/Kg 6010B12Lead

TestAmerica San Francisco
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METHOD SUMMARY

Job Number: 720-24354-1Client: LFR, Inc.

Preparation MethodMethodLab LocationDescription

Matrix: Solid

SW846 8260B/CA_LUFTMS8260B / CA LUFT MS TAL SF

SW846 5030BTAL SFPurge and Trap

SW846 8015BDiesel Range Organics (DRO) (GC) TAL SF

SW846 3550BTAL SFUltrasonic Extraction

SW846 8082Polychlorinated Biphenyls (PCBs) by Gas Chromatography TAL SF

SW846 3550BTAL SFUltrasonic Extraction

SW846 6010BMetals (ICP) TAL SF

SW846 3050BTAL SFPreparation,  Metals

Lab References:

TAL SF = TestAmerica San Francisco

Method References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

TestAmerica San Francisco
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METHOD / ANALYST  SUMMARY

Client:   LFR, Inc. Job Number:   720-24354-1

Method Analyst Analyst ID

Le, Lien LLSW846   8260B/CA_LUFTMS

Nguyen, Thuy M TMNSW846   8260B/CA_LUFTMS

Hayashi, Derek DHSW846   8015B

Vincent, Richard RVSW846   8015B

Cavalli, Evan ECSW846   8082

Vega, Anthony AVSW846   6010B

TestAmerica San Francisco
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SAMPLE SUMMARY

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample IDLab Sample ID Client Matrix

Date/Time 

Sampled

Date/Time 

Received

11/30/2009  1500 11/30/2009  1725EXC4-25'North1-SDWALL1

'

720-24354-1 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North2-SDWALL1

'

720-24354-2 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North3-SDWALL1

'

720-24354-3 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North4-SDWALL1

'

720-24354-4 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North5-SDWALL1

'

720-24354-5 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North6-SDWALL1

'

720-24354-6 Solid

11/30/2009  1500 11/30/2009  1725EXC4-25'North7-SDWALL1

'

720-24354-7 Solid

TestAmerica San Francisco
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North1-SDWALL1'

Client Matrix:

720-24354-1

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

11/30/2009  1800

12/01/2009  0103

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62230

Prep Batch: 720-62262

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

11300924.D

5.04   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 5.0Benzene

ND 5.0Ethylene Dibromide

ND 5.01,2-Dichloroethane

ND 5.0Ethylbenzene

ND 5.0Toluene

ND 9.9Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

95 52 - 1404-Bromofluorobenzene

108 60 - 1401,2-Dichloroethane-d4 (Surr)

101 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North2-SDWALL1'

Client Matrix:

720-24354-2

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

11/30/2009  1800

12/01/2009  0137

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62230

Prep Batch: 720-62262

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

11300925.D

4.92   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 5.1Benzene

ND 5.1Ethylene Dibromide

ND 5.11,2-Dichloroethane

ND 5.1Ethylbenzene

ND 5.1Toluene

ND 10Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

97 52 - 1404-Bromofluorobenzene

116 60 - 1401,2-Dichloroethane-d4 (Surr)

101 58 - 140Toluene-d8 (Surr)

TestAmerica San Francisco 12/02/2009Page 8 of 61



Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North3-SDWALL1'

Client Matrix:

720-24354-3

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

12/01/2009  0800

12/01/2009  1748

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62241

Prep Batch: 720-62261

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

12010918.D

5.11   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 4.9Benzene

ND 4.9Ethylene Dibromide

ND 4.91,2-Dichloroethane

ND 4.9Ethylbenzene

ND 4.9Toluene

ND 9.8Xylenes, Total

ND 240Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

79 52 - 1404-Bromofluorobenzene

111 60 - 1401,2-Dichloroethane-d4 (Surr)

99 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North4-SDWALL1'

Client Matrix:

720-24354-4

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

11/30/2009  1800

12/01/2009  0243

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62230

Prep Batch: 720-62262

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

11300927.D

5.25   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 4.8Benzene

ND 4.8Ethylene Dibromide

ND 4.81,2-Dichloroethane

ND 4.8Ethylbenzene

ND 4.8Toluene

ND 9.5Xylenes, Total

ND 240Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

84 52 - 1404-Bromofluorobenzene

109 60 - 1401,2-Dichloroethane-d4 (Surr)

100 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North5-SDWALL1'

Client Matrix:

720-24354-5

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

11/30/2009  1800

12/01/2009  0317

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62230

Prep Batch: 720-62262

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

11300928.D

5.23   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 4.8Benzene

ND 4.8Ethylene Dibromide

ND 4.81,2-Dichloroethane

ND 4.8Ethylbenzene

ND 4.8Toluene

ND 9.6Xylenes, Total

ND 240Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

94 52 - 1404-Bromofluorobenzene

108 60 - 1401,2-Dichloroethane-d4 (Surr)

102 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North6-SDWALL1'

Client Matrix:

720-24354-6

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

11/30/2009  1800

12/01/2009  0350

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62230

Prep Batch: 720-62262

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

11300929.D

5.22   g

10   mL

5030B

HP9

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 4.8Benzene

ND 4.8Ethylene Dibromide

ND 4.81,2-Dichloroethane

ND 4.8Ethylbenzene

ND 4.8Toluene

ND 9.6Xylenes, Total

ND 240Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

87 52 - 1404-Bromofluorobenzene

108 60 - 1401,2-Dichloroethane-d4 (Surr)

102 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North7-SDWALL1'

Client Matrix:

720-24354-7

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

8260B/CA_LUFTMS 8260B / CA LUFT MS

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

12/01/2009  0800

12/01/2009  1545

1.0

8260B/CA_LUFTMS Analysis Batch: 720-62240

Prep Batch: 720-62271

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

12010914.D

5.07   g

10   mL

5030B

HP7

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 4.9Benzene

ND 4.9Ethylene Dibromide

ND 4.91,2-Dichloroethane

ND 4.9Ethylbenzene

ND 4.9Toluene

ND 9.9Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate %Rec Acceptance LimitsQualifier

72 52 - 1404-Bromofluorobenzene

113 60 - 1401,2-Dichloroethane-d4 (Surr)

85 58 - 140Toluene-d8 (Surr)
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North1-SDWALL1'

Client Matrix:

720-24354-1

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0049

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.30   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

5.1 0.99Diesel Range Organics [C10-C28]

ND 50Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

90 31 - 114p-Terphenyl

TestAmerica San Francisco 12/02/2009Page 14 of 61



Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North2-SDWALL1'

Client Matrix:

720-24354-2

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0116

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.06   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

14 1.0Diesel Range Organics [C10-C28]

67 50Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

91 31 - 114p-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North3-SDWALL1'

Client Matrix:

720-24354-3

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0143

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.20   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

7.5 0.99Diesel Range Organics [C10-C28]

ND 50Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

82 31 - 114p-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North4-SDWALL1'

Client Matrix:

720-24354-4

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0210

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.31   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

4.2 0.99Diesel Range Organics [C10-C28]

ND 49Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

87 31 - 114p-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North5-SDWALL1'

Client Matrix:

720-24354-5

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0237

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.29   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 0.99Diesel Range Organics [C10-C28]

ND 50Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

86 31 - 114p-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North6-SDWALL1'

Client Matrix:

720-24354-6

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

1.0

12/02/2009  0303

12/01/2009  0938

Analysis Batch: 720-62235

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.36   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 0.99Diesel Range Organics [C10-C28]

ND 49Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

89 31 - 114p-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North7-SDWALL1'

Client Matrix:

720-24354-7

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8015B Diesel Range Organics (DRO) (GC)

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8015B

3550B

5.0

12/02/2009  1010

12/01/2009  0938

Analysis Batch: 720-62299

Prep Batch: 720-62243

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.13   g

5   mL

1   uL

CHDRO5

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

990 5.0Diesel Range Organics [C10-C28]

ND 250Motor Oil Range Organics [C24-C36]

Surrogate %Rec Acceptance LimitsQualifier

0 31 - 114Xp-Terphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North1-SDWALL1'

Client Matrix:

720-24354-1

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

50

12/01/2009  1816

11/30/2009  2025

Analysis Batch: 720-62269

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.06   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 2500PCB-1016

ND 2500PCB-1221

ND 2500PCB-1232

ND 2500PCB-1242

ND 2500PCB-1248

ND 2500PCB-1254

4200 2500PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

0 32 - 112DTetrachloro-m-xylene

0 2 - 122DDCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North2-SDWALL1'

Client Matrix:

720-24354-2

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

50

12/01/2009  1837

11/30/2009  2025

Analysis Batch: 720-62269

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.05   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 2500PCB-1016

ND 2500PCB-1221

ND 2500PCB-1232

ND 2500PCB-1242

ND 2500PCB-1248

ND 2500PCB-1254

2600 2500PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

0 32 - 112DTetrachloro-m-xylene

0 2 - 122DDCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North3-SDWALL1'

Client Matrix:

720-24354-3

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

20

12/01/2009  1859

11/30/2009  2025

Analysis Batch: 720-62269

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.09   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 1000PCB-1016

ND 1000PCB-1221

ND 1000PCB-1232

ND 1000PCB-1242

ND 1000PCB-1248

ND 1000PCB-1254

1100 1000PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

0 32 - 112DTetrachloro-m-xylene

0 2 - 122DDCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North4-SDWALL1'

Client Matrix:

720-24354-4

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

1.0

12/01/2009  1310

11/30/2009  2025

Analysis Batch: 720-62244

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.03   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 50PCB-1016

ND 50PCB-1221

ND 50PCB-1232

ND 50PCB-1242

ND 50PCB-1248

ND 50PCB-1254

67 50PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

87 32 - 112Tetrachloro-m-xylene

80 2 - 122DCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North5-SDWALL1'

Client Matrix:

720-24354-5

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

1.0

12/01/2009  1332

11/30/2009  2025

Analysis Batch: 720-62244

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.07   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 50PCB-1016

ND 50PCB-1221

ND 50PCB-1232

ND 50PCB-1242

ND 50PCB-1248

ND 50PCB-1254

ND 50PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

93 32 - 112Tetrachloro-m-xylene

87 2 - 122DCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North6-SDWALL1'

Client Matrix:

720-24354-6

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

1.0

12/01/2009  1353

11/30/2009  2025

Analysis Batch: 720-62244

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.08   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 50PCB-1016

ND 50PCB-1221

ND 50PCB-1232

ND 50PCB-1242

ND 50PCB-1248

ND 50PCB-1254

ND 50PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

89 32 - 112Tetrachloro-m-xylene

90 2 - 122DCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North7-SDWALL1'

Client Matrix:

720-24354-7

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

Method:

8082 Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Preparation:

Dilution:

Date Analyzed:

Date Prepared:

8082

3550B

1.0

12/01/2009  1415

11/30/2009  2025

Analysis Batch: 720-62244

Prep Batch: 720-62197

Instrument ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Result Type: PRIMARY

30.07   g

10   mL

1   uL

CHPCB # 2

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier RL

ND 50PCB-1016

ND 50PCB-1221

ND 50PCB-1232

ND 50PCB-1242

ND 50PCB-1248

ND 50PCB-1254

330 50PCB-1260

Surrogate %Rec Acceptance LimitsQualifier

66 32 - 112Tetrachloro-m-xylene

82 2 - 122DCB Decachlorobiphenyl
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North1-SDWALL1'

Client Matrix:

720-24354-1

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 1.02   g

Date Analyzed: 12/01/2009  1909 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 3.9Arsenic

5.5 2.0Lead
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North2-SDWALL1'

Client Matrix:

720-24354-2

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 1.02   g

Date Analyzed: 12/01/2009  1914 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 3.9Arsenic

13 2.0Lead
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North3-SDWALL1'

Client Matrix:

720-24354-3

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 1.00   g

Date Analyzed: 12/01/2009  1920 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

7.2 4.0Arsenic

37 2.0Lead
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North4-SDWALL1'

Client Matrix:

720-24354-4

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 0.98   g

Date Analyzed: 12/01/2009  1925 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

9.2 4.1Arsenic

38 2.0Lead
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North5-SDWALL1'

Client Matrix:

720-24354-5

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 0.98   g

Date Analyzed: 12/01/2009  1930 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 4.1Arsenic

5.1 2.0Lead
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Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North6-SDWALL1'

Client Matrix:

720-24354-6

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 1.02   g

Date Analyzed: 12/01/2009  1946 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 3.9Arsenic

5.7 2.0Lead

TestAmerica San Francisco 12/02/2009Page 33 of 61



Analytical Data

Client:   LFR, Inc. Job Number:   720-24354-1

Client Sample ID:

Lab Sample ID:

EXC4-25'North7-SDWALL1'

Client Matrix:

720-24354-7

Solid

Date Sampled:  11/30/2009 1500

Date Received: 11/30/2009 1725

6010B Metals (ICP)

Method: 6010B Analysis Batch: 720-62302 Instrument ID:

Preparation: Prep Batch: 720-62265 Lab File ID: N/A

Dilution: 4.0 Initial Weight/Volume: 0.97   g

Date Analyzed: 12/01/2009  1951 Final Weight/Volume: 50   mL

Date Prepared: 12/01/2009  1130

3050B

Thermo ICP2

Analyte DryWt Corrected: N Result (mg/Kg) Qualifier RL

ND 4.1Arsenic

12 2.1Lead
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DATA REPORTING QUALIFIERS

Client:   LFR, Inc. Job Number:   720-24354-1

Lab Section Qualifier Description

GC Semi VOA

MS or MSD exceeds the control limitsF

Surrogate exceeds the control limitsX

Surrogate or matrix spike recoveries were not obtained 

because the extract was diluted for analysis; also compounds 

analyzed at a dilution may be flagged with a D.

D

TestAmerica San Francisco
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Quality Control Results

Client:   LFR, Inc. Job Number:   720-24354-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

GC/MS VOA

Analysis Batch:720-62230

Lab Control Sample Solid 720-622628260B/CA_LUFTLCS 720-62262/1-A T

Lab Control Sample Solid 720-622628260B/CA_LUFTLCS 720-62262/3-A T

Lab Control Sample Duplicate Solid 720-622628260B/CA_LUFTLCSD 720-62262/2-A T

Lab Control Sample Duplicate Solid 720-622628260B/CA_LUFTLCSD 720-62262/4-A T

Method Blank Solid 720-622628260B/CA_LUFTMB 720-62262/5-A T

Matrix Spike Solid 720-622628260B/CA_LUFT720-24349-A-17-E MS T

Matrix Spike Duplicate Solid 720-622628260B/CA_LUFT720-24349-A-17-F MSD T

Solid 720-62262EXC4-25'North1-SDWALL1' 8260B/CA_LUFT720-24354-1 T

Solid 720-62262EXC4-25'North2-SDWALL1' 8260B/CA_LUFT720-24354-2 T

Solid 720-62262EXC4-25'North4-SDWALL1' 8260B/CA_LUFT720-24354-4 T

Solid 720-62262EXC4-25'North5-SDWALL1' 8260B/CA_LUFT720-24354-5 T

Solid 720-62262EXC4-25'North6-SDWALL1' 8260B/CA_LUFT720-24354-6 T

Analysis Batch:720-62240

Lab Control Sample Solid 720-622718260B/CA_LUFTLCS 720-62271/1-A T

Lab Control Sample Solid 720-622718260B/CA_LUFTLCS 720-62271/3-A T

Lab Control Sample Duplicate Solid 720-622718260B/CA_LUFTLCSD 720-62271/2-A T

Lab Control Sample Duplicate Solid 720-622718260B/CA_LUFTLCSD 720-62271/4-A T

Method Blank Solid 720-622718260B/CA_LUFTMB 720-62271/5-A T

Solid 720-62271EXC4-25'North7-SDWALL1' 8260B/CA_LUFT720-24354-7 T

Matrix Spike Solid 720-622718260B/CA_LUFT720-24354-7MS T

Matrix Spike Duplicate Solid 720-622718260B/CA_LUFT720-24354-7MSD T

Analysis Batch:720-62241

Lab Control Sample Solid 720-622618260B/CA_LUFTLCS 720-62261/2-A T

Lab Control Sample Solid 720-622618260B/CA_LUFTLCS 720-62261/4-A T

Lab Control Sample Duplicate Solid 720-622618260B/CA_LUFTLCSD 720-62261/3-A T

Lab Control Sample Duplicate Solid 720-622618260B/CA_LUFTLCSD 720-62261/5-A T

Method Blank Solid 720-622618260B/CA_LUFTMB 720-62261/1-A T

Solid 720-62261EXC4-25'North3-SDWALL1' 8260B/CA_LUFT720-24354-3 T

Matrix Spike Solid 720-622618260B/CA_LUFT720-24354-3MS T

Matrix Spike Duplicate Solid 720-622618260B/CA_LUFT720-24354-3MSD T

Prep Batch: 720-62261

Lab Control Sample Solid 5030BLCS 720-62261/2-A T

Lab Control Sample Solid 5030BLCS 720-62261/4-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62261/3-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62261/5-A T

Method Blank Solid 5030BMB 720-62261/1-A T

SolidEXC4-25'North3-SDWALL1' 5030B720-24354-3 T

Matrix Spike Solid 5030B720-24354-3MS T

Matrix Spike Duplicate Solid 5030B720-24354-3MSD T

TestAmerica San Francisco

12/02/2009Page 36 of 61



Quality Control Results

Client:   LFR, Inc. Job Number:   720-24354-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

GC/MS VOA

Prep Batch: 720-62262

Lab Control Sample Solid 5030BLCS 720-62262/1-A T

Lab Control Sample Solid 5030BLCS 720-62262/3-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62262/2-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62262/4-A T

Method Blank Solid 5030BMB 720-62262/5-A T

Matrix Spike Solid 5030B720-24349-A-17-E MS T

Matrix Spike Duplicate Solid 5030B720-24349-A-17-F MSD T

SolidEXC4-25'North1-SDWALL1' 5030B720-24354-1 T

SolidEXC4-25'North2-SDWALL1' 5030B720-24354-2 T

SolidEXC4-25'North4-SDWALL1' 5030B720-24354-4 T

SolidEXC4-25'North5-SDWALL1' 5030B720-24354-5 T

SolidEXC4-25'North6-SDWALL1' 5030B720-24354-6 T

Prep Batch: 720-62271

Lab Control Sample Solid 5030BLCS 720-62271/1-A T

Lab Control Sample Solid 5030BLCS 720-62271/3-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62271/2-A T

Lab Control Sample Duplicate Solid 5030BLCSD 720-62271/4-A T

Method Blank Solid 5030BMB 720-62271/5-A T

SolidEXC4-25'North7-SDWALL1' 5030B720-24354-7 T

Matrix Spike Solid 5030B720-24354-7MS T

Matrix Spike Duplicate Solid 5030B720-24354-7MSD T

Report Basis

T = Total
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Quality Control Results

Client:   LFR, Inc. Job Number:   720-24354-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

GC Semi VOA

Prep Batch: 720-62197

Lab Control Sample Solid 3550BLCS 720-62197/2-A T

Lab Control Sample Duplicate Solid 3550BLCSD 720-62197/3-A T

Method Blank Solid 3550BMB 720-62197/1-A T

Matrix Spike Solid 3550B720-24345-A-1-B MS T

Matrix Spike Duplicate Solid 3550B720-24345-A-1-C MSD T

SolidEXC4-25'North1-SDWALL1' 3550B720-24354-1 T

SolidEXC4-25'North2-SDWALL1' 3550B720-24354-2 T

SolidEXC4-25'North3-SDWALL1' 3550B720-24354-3 T

SolidEXC4-25'North4-SDWALL1' 3550B720-24354-4 T

SolidEXC4-25'North5-SDWALL1' 3550B720-24354-5 T

SolidEXC4-25'North6-SDWALL1' 3550B720-24354-6 T

SolidEXC4-25'North7-SDWALL1' 3550B720-24354-7 T

Analysis Batch:720-62226

Lab Control Sample Solid 720-621978082LCS 720-62197/2-A T

Lab Control Sample Duplicate Solid 720-621978082LCSD 720-62197/3-A T

Method Blank Solid 720-621978082MB 720-62197/1-A T

Matrix Spike Solid 720-621978082720-24345-A-1-B MS T

Matrix Spike Duplicate Solid 720-621978082720-24345-A-1-C MSD T

Analysis Batch:720-62235

Lab Control Sample Solid 720-622438015BLCS 720-62243/2-A T

Lab Control Sample Duplicate Solid 720-622438015BLCSD 720-62243/3-A T

Method Blank Solid 720-622438015BMB 720-62243/1-A T

Solid 720-62243EXC4-25'North1-SDWALL1' 8015B720-24354-1 T

Solid 720-62243EXC4-25'North2-SDWALL1' 8015B720-24354-2 T

Solid 720-62243EXC4-25'North3-SDWALL1' 8015B720-24354-3 T

Solid 720-62243EXC4-25'North4-SDWALL1' 8015B720-24354-4 T

Solid 720-62243EXC4-25'North5-SDWALL1' 8015B720-24354-5 T

Solid 720-62243EXC4-25'North6-SDWALL1' 8015B720-24354-6 T

Prep Batch: 720-62243

Lab Control Sample Solid 3550BLCS 720-62243/2-A T

Lab Control Sample Duplicate Solid 3550BLCSD 720-62243/3-A T

Method Blank Solid 3550BMB 720-62243/1-A T

SolidEXC4-25'North1-SDWALL1' 3550B720-24354-1 T

SolidEXC4-25'North2-SDWALL1' 3550B720-24354-2 T

SolidEXC4-25'North3-SDWALL1' 3550B720-24354-3 T

SolidEXC4-25'North4-SDWALL1' 3550B720-24354-4 T

SolidEXC4-25'North5-SDWALL1' 3550B720-24354-5 T

SolidEXC4-25'North6-SDWALL1' 3550B720-24354-6 T

SolidEXC4-25'North7-SDWALL1' 3550B720-24354-7 T

Matrix Spike Solid 3550B720-24365-G-1-B MS T

Matrix Spike Duplicate Solid 3550B720-24365-G-1-C MSD T
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Quality Control Results

Client:   LFR, Inc. Job Number:   720-24354-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

GC Semi VOA

Analysis Batch:720-62244

Solid 720-62197EXC4-25'North4-SDWALL1' 8082720-24354-4 T

Solid 720-62197EXC4-25'North5-SDWALL1' 8082720-24354-5 T

Solid 720-62197EXC4-25'North6-SDWALL1' 8082720-24354-6 T

Solid 720-62197EXC4-25'North7-SDWALL1' 8082720-24354-7 T

Analysis Batch:720-62269

Solid 720-62197EXC4-25'North1-SDWALL1' 8082720-24354-1 T

Solid 720-62197EXC4-25'North2-SDWALL1' 8082720-24354-2 T

Solid 720-62197EXC4-25'North3-SDWALL1' 8082720-24354-3 T

Analysis Batch:720-62299

Solid 720-62243EXC4-25'North7-SDWALL1' 8015B720-24354-7 T

Analysis Batch:720-62300

Matrix Spike Solid 720-622438015B720-24365-G-1-B MS T

Matrix Spike Duplicate Solid 720-622438015B720-24365-G-1-C MSD T

Report Basis

T = Total
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Quality Control Results

Client:   LFR, Inc. Job Number:   720-24354-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Report

Basis

Metals

Prep Batch: 720-62265

Lab Control Sample Solid 3050BLCS 720-62265/2-A T

Lab Control Sample Duplicate Solid 3050BLCSD 720-62265/3-A T

LCS-Standard Reference Material Solid 3050BLCSSRM 720-62265/19-A T

Method Blank Solid 3050BMB 720-62265/1-A T

SolidEXC4-25'North1-SDWALL1' 3050B720-24354-1 T

Matrix Spike Solid 3050B720-24354-1MS T

Matrix Spike Duplicate Solid 3050B720-24354-1MSD T

SolidEXC4-25'North2-SDWALL1' 3050B720-24354-2 T

SolidEXC4-25'North3-SDWALL1' 3050B720-24354-3 T

SolidEXC4-25'North4-SDWALL1' 3050B720-24354-4 T

SolidEXC4-25'North5-SDWALL1' 3050B720-24354-5 T

SolidEXC4-25'North6-SDWALL1' 3050B720-24354-6 T

SolidEXC4-25'North7-SDWALL1' 3050B720-24354-7 T

Analysis Batch:720-62302

Lab Control Sample Solid 720-622656010BLCS 720-62265/2-A T

Lab Control Sample Duplicate Solid 720-622656010BLCSD 720-62265/3-A T

LCS-Standard Reference Material Solid 720-622656010BLCSSRM 720-62265/19-A T

Method Blank Solid 720-622656010BMB 720-62265/1-A T

Solid 720-62265EXC4-25'North1-SDWALL1' 6010B720-24354-1 T

Matrix Spike Solid 720-622656010B720-24354-1MS T

Matrix Spike Duplicate Solid 720-622656010B720-24354-1MSD T

Solid 720-62265EXC4-25'North2-SDWALL1' 6010B720-24354-2 T

Solid 720-62265EXC4-25'North3-SDWALL1' 6010B720-24354-3 T

Solid 720-62265EXC4-25'North4-SDWALL1' 6010B720-24354-4 T

Solid 720-62265EXC4-25'North5-SDWALL1' 6010B720-24354-5 T

Solid 720-62265EXC4-25'North6-SDWALL1' 6010B720-24354-6 T

Solid 720-62265EXC4-25'North7-SDWALL1' 6010B720-24354-7 T

Report Basis

T = Total

TestAmerica San Francisco
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

12/01/2009  1215

Method Blank - Batch:  720-62261

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   720-62241

Prep Batch:   720-62261

12/01/2009  0800

12010908.D

5.00   g

10   mL

Units: ug/Kg

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3MB 720-62261/1-A

Analyte Result Qual RL

ND 5.0Benzene

ND 5.0Ethylene Dibromide

ND 5.01,2-Dichloroethane

ND 5.0Ethylbenzene

ND 5.0Toluene

ND 10Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 97 52 - 140

1,2-Dichloroethane-d4 (Surr) 113 60 - 140

Toluene-d8 (Surr) 103 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.

12/02/2009Page 41 of 61



Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1002

12/01/2009  1036

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62261

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

12/01/2009  0800

Prep Batch:   720-62261

Analysis Batch:   720-62241

12010904.D

5.00   g

10   mL

12010905.D

5.00   g

10   mL

ug/Kg

12/01/2009  0800

Analysis Batch:   720-62241

Prep Batch:   720-62261

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

LCS 720-62261/2-A

LCSD 720-62261/3-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

102102 72 - 120 0 20Benzene

112119 66 - 135 6 20Ethylene Dibromide

115119 73 - 122 3 201,2-Dichloroethane

107107 65 - 130 0 20Ethylbenzene

102101 72 - 120 0 20Toluene

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 101 52 - 140

1,2-Dichloroethane-d4 (Surr) 113 109 60 - 140

Toluene-d8 (Surr) 104 105 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1109

12/01/2009  1142

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62261

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

12/01/2009  0800

Prep Batch:   720-62261

Analysis Batch:   720-62241

12010906.D

5.00   g

10   mL

12010907.D

5.00   g

10   mL

ug/Kg

12/01/2009  0800

Analysis Batch:   720-62241

Prep Batch:   720-62261

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

LCS 720-62261/4-A

LCSD 720-62261/5-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9088 65 - 122 2 20Gasoline Range Organics (GRO)-C5-C12

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 107 106 52 - 140

1,2-Dichloroethane-d4 (Surr) 113 114 60 - 140

Toluene-d8 (Surr) 106 106 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1642

12/01/2009  1715

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62261

1.0

1.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Analysis Batch:   720-62241

Analysis Batch:   720-62241

12/01/2009  0800

12/01/2009  0800

Prep Batch:   720-62261

Prep Batch:   720-62261

12010916.D

5.02   g

10   mL

12010917.D

5.09   g

10   mL

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

720-24354-3

720-24354-3

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

106 105 70 - 130 2 20Benzene

108 107 66 - 135 2 20Ethylene Dibromide

117 116 70 - 130 3 201,2-Dichloroethane

117 114 65 - 130 4 20Ethylbenzene

110 109 70 - 130 2 20Toluene

Surrogate MS % Rec MSD % Rec Acceptance Limits

4-Bromofluorobenzene 90 89 52 - 140

1,2-Dichloroethane-d4 (Surr) 109 108 60 - 140

Toluene-d8 (Surr) 103 102 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

11/30/2009  2144

Method Blank - Batch:  720-62262

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   720-62230

Prep Batch:   720-62262

11/30/2009  1800

11300918.D

5   g

10   mL

Units: ug/Kg

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3MB 720-62262/5-A

Analyte Result Qual RL

ND 5.0Benzene

ND 5.0Ethylene Dibromide

ND 5.01,2-Dichloroethane

ND 5.0Ethylbenzene

ND 5.0Toluene

ND 10Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 98 52 - 140

1,2-Dichloroethane-d4 (Surr) 108 60 - 140

Toluene-d8 (Surr) 103 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

11/30/2009  1931

11/30/2009  2004

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62262

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

11/30/2009  1800

Prep Batch:   720-62262

Analysis Batch:   720-62230

11300914.D

5   g

10   mL

11300915.D

5   g

10   mL

ug/Kg

11/30/2009  1800

Analysis Batch:   720-62230

Prep Batch:   720-62262

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

LCS 720-62262/1-A

LCSD 720-62262/2-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

104101 72 - 120 3 20Benzene

112107 66 - 135 4 20Ethylene Dibromide

112110 73 - 122 2 201,2-Dichloroethane

109105 65 - 130 3 20Ethylbenzene

10299 72 - 120 3 20Toluene

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 101 52 - 140

1,2-Dichloroethane-d4 (Surr) 107 106 60 - 140

Toluene-d8 (Surr) 103 103 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

11/30/2009  2037

11/30/2009  2111

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62262

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

11/30/2009  1800

Prep Batch:   720-62262

Analysis Batch:   720-62230

11300916.D

5   g

10   mL

11300917.D

5   g

10   mL

ug/Kg

11/30/2009  1800

Analysis Batch:   720-62230

Prep Batch:   720-62262

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

LCS 720-62262/3-A

LCSD 720-62262/4-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

8887 65 - 122 1 20Gasoline Range Organics (GRO)-C5-C12

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 104 104 52 - 140

1,2-Dichloroethane-d4 (Surr) 111 112 60 - 140

Toluene-d8 (Surr) 105 105 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

11/30/2009  2250

11/30/2009  2324

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62262

1.0

1.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Analysis Batch:   720-62230

Analysis Batch:   720-62230

11/30/2009  1800

11/30/2009  1800

Prep Batch:   720-62262

Prep Batch:   720-62262

11300920.D

5.33   g

10   mL

11300921.D

5.20   g

10   mL

Method: 8260B/CA_LUFTMS

Preparation: 5030B

Chemtation 3

Chemtation 3

720-24349-A-17-E MS

720-24349-A-17-F MSD

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

108 106 70 - 130 1 20Benzene

127 119 66 - 135 4 20Ethylene Dibromide

126 119 70 - 130 3 201,2-Dichloroethane

112 111 65 - 130 1 20Ethylbenzene

104 104 70 - 130 2 20Toluene

Surrogate MS % Rec MSD % Rec Acceptance Limits

4-Bromofluorobenzene 97 98 52 - 140

1,2-Dichloroethane-d4 (Surr) 118 113 60 - 140

Toluene-d8 (Surr) 104 103 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

12/01/2009  1220

Method Blank - Batch:  720-62271

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   720-62240

Prep Batch:   720-62271

12/01/2009  0800

12010908.D

5   g

10   mL

Units: ug/Kg

Method: 8260B/CA_LUFTMS

Preparation: 5030B

ChemStation 3.0MB 720-62271/5-A

Analyte Result Qual RL

ND 5.0Benzene

ND 5.0Ethylene Dibromide

ND 5.01,2-Dichloroethane

ND 5.0Ethylbenzene

ND 5.0Toluene

ND 10Xylenes, Total

ND 250Gasoline Range Organics (GRO)-C5-C12

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 86 52 - 140

1,2-Dichloroethane-d4 (Surr) 109 60 - 140

Toluene-d8 (Surr) 91 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1002

12/01/2009  1037

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62271

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

12/01/2009  0800

Prep Batch:   720-62271

Analysis Batch:   720-62240

12010904.D

5   g

10   mL

12010905.D

5   g

10   mL

ug/Kg

12/01/2009  0800

Analysis Batch:   720-62240

Prep Batch:   720-62271

Method: 8260B/CA_LUFTMS

Preparation: 5030B

ChemStation 3.0

ChemStation 3.0

LCS 720-62271/1-A

LCSD 720-62271/2-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

106106 72 - 120 0 20Benzene

103108 66 - 135 6 20Ethylene Dibromide

112118 73 - 122 5 201,2-Dichloroethane

111113 65 - 130 1 20Ethylbenzene

111112 72 - 120 1 20Toluene

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 101 52 - 140

1,2-Dichloroethane-d4 (Surr) 108 102 60 - 140

Toluene-d8 (Surr) 94 94 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1111

12/01/2009  1145

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62271

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

12/01/2009  0800

Prep Batch:   720-62271

Analysis Batch:   720-62240

12010906.D

5   g

10   mL

12010907.D

5   g

10   mL

ug/Kg

12/01/2009  0800

Analysis Batch:   720-62240

Prep Batch:   720-62271

Method: 8260B/CA_LUFTMS

Preparation: 5030B

ChemStation 3.0

ChemStation 3.0

LCS 720-62271/3-A

LCSD 720-62271/4-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9093 65 - 122 2 20Gasoline Range Organics (GRO)-C5-C12

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 100 52 - 140

1,2-Dichloroethane-d4 (Surr) 114 107 60 - 140

Toluene-d8 (Surr) 101 100 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.

12/02/2009Page 51 of 61



Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1620

12/01/2009  1654

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62271

1.0

1.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Analysis Batch:   720-62240

Analysis Batch:   720-62240

12/01/2009  0800

12/01/2009  0800

Prep Batch:   720-62271

Prep Batch:   720-62271

12010915.D

5.01   g

10   mL

12010916.D

5.08   mL

10   mL

Method: 8260B/CA_LUFTMS

Preparation: 5030B

ChemStation 3.0

ChemStation 3.0

720-24354-7

720-24354-7

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

106 105 70 - 130 2 20Benzene

99 105 66 - 135 4 20Ethylene Dibromide

117 118 70 - 130 0 201,2-Dichloroethane

103 101 65 - 130 3 20Ethylbenzene

116 116 70 - 130 2 20Toluene

Surrogate MS % Rec MSD % Rec Acceptance Limits

4-Bromofluorobenzene 87 91 52 - 140

1,2-Dichloroethane-d4 (Surr) 106 112 60 - 140

Toluene-d8 (Surr) 89 90 58 - 140

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

12/01/2009  2327

Method Blank - Batch:  720-62243

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Analysis Batch:   720-62235

Prep Batch:   720-62243

12/01/2009  0938

5a1201037.d

30.17   g

5   mL

1   uL

Units: mg/Kg

Column ID: PRIMARY

Method: 8015B

Preparation: 3550B

HP DRO5MB 720-62243/1-A

Analyte Result Qual RL

ND 0.99Diesel Range Organics [C10-C28]

ND 50Motor Oil Range Organics [C24-C36]

Surrogate % Rec Acceptance Limits

p-Terphenyl 96 31 - 114

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  2355

12/02/2009  0022

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62243

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

mg/Kg

12/01/2009  0938

Prep Batch:   720-62243

Analysis Batch:   720-62235

5a1201038.d

30.17   g

5   mL

1   uL

PRIMARY

5a1201039.d

30.21   g

5   mL

1   uL

PRIMARY

mg/Kg

12/01/2009  0938

Analysis Batch:   720-62235

Prep Batch:   720-62243

Method: 8015B

Preparation: 3550B

HP DRO5

HP DRO5

LCS 720-62243/2-A

LCSD 720-62243/3-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9792 49 - 115 4 35Diesel Range Organics [C10-C28]

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

p-Terphenyl 97 100 31 - 114

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/02/2009  1131

12/02/2009  1158

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62243

1.0

1.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Client Matrix: Solid

Analysis Batch:   720-62300

Analysis Batch:   720-62300

12/01/2009  0938

12/01/2009  0938

Prep Batch:   720-62243

Prep Batch:   720-62243

5b1202010.d

30.07   g

5   mL

1   uL

PRIMARY

5b1202011.d

30.12   g

5   mL

1   uL

PRIMARY

Method: 8015B

Preparation: 3550B

HP DRO5

HP DRO5

720-24365-G-1-B MS

720-24365-G-1-C MSD

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

100 89 50 - 130 12 30Diesel Range Organics [C10-C28]

Surrogate MS % Rec MSD % Rec Acceptance Limits

p-Terphenyl 84 84 31 - 114

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

12/01/2009  0100

Method Blank - Batch:  720-62197

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Analysis Batch:   720-62226

Prep Batch:   720-62197

11/30/2009  1353

m1130038.d

30.02   g

10   mL

1   uL

Units: ug/Kg

Column ID: PRIMARY

Method: 8082

Preparation: 3550B

Agilent PCB 2MB 720-62197/1-A

Analyte Result Qual RL

ND 50PCB-1016

ND 50PCB-1221

ND 50PCB-1232

ND 50PCB-1242

ND 50PCB-1248

ND 50PCB-1254

ND 50PCB-1260

Surrogate % Rec Acceptance Limits

Tetrachloro-m-xylene 92 32 - 112

DCB Decachlorobiphenyl 93 2 - 122

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  0122

12/01/2009  0144

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62197

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

ug/Kg

11/30/2009  1353

Prep Batch:   720-62197

Analysis Batch:   720-62226

m1130039.d

30.02   g

10   mL

1   uL

PRIMARY

m1130040.d

30.06   g

10   mL

1   uL

PRIMARY

ug/Kg

11/30/2009  1353

Analysis Batch:   720-62226

Prep Batch:   720-62197

Method: 8082

Preparation: 3550B

Agilent PCB 2

Agilent PCB 2

LCS 720-62197/2-A

LCSD 720-62197/3-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

101101 69 - 120 0 20PCB-1016

101100 73 - 114 0 20PCB-1260

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

Tetrachloro-m-xylene 92 90 32 - 112

DCB Decachlorobiphenyl 96 95 2 - 122

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  0227

12/01/2009  0249

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62197

1.0

1.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Column ID:

Client Matrix: Solid

Analysis Batch:   720-62226

Analysis Batch:   720-62226

11/30/2009  1353

11/30/2009  1353

Prep Batch:   720-62197

Prep Batch:   720-62197

m1130042.d

30.06   g

10   mL

1   uL

PRIMARY

m1130043.d

30.01   g

10   mL

1   uL

PRIMARY

Method: 8082

Preparation: 3550B

Agilent PCB 2

Agilent PCB 2

720-24345-A-1-B MS

720-24345-A-1-C MSD

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

57 62 69 - 120 9 20 F FPCB-1016

67 62 73 - 114 8 20 F FPCB-1260

Surrogate MS % Rec MSD % Rec Acceptance Limits

Tetrachloro-m-xylene 56 54 32 - 112

DCB Decachlorobiphenyl 72 77 2 - 122

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

SolidClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

12/01/2009  1843

Method Blank - Batch:  720-62265

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   720-62302

Prep Batch:   720-62265

12/01/2009  1130

0.99   g

50   mL

Units: mg/Kg

Method: 6010B

Preparation: 3050B

N/A

Thermo  6500 ICPMB 720-62265/1-A

Analyte Result Qual RL

ND 1.0Arsenic

ND 0.51Lead

Solid

1.0

12/01/2009  2028Date Analyzed:

LCS-Standard Reference Material - Batch:  720-62265

Client Matrix:

Lab Sample ID:

Dilution:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

12/01/2009  1546

Analysis Batch:   720-62302

Prep Batch:   720-62265

1.04   g

50   mL

Units: mg/Kg

Method: 6010B

Preparation: 3050B

N/A

Thermo  6500 ICPLCSSRM 720-62265/19-A

Analyte QualLimit% Rec.ResultSpike Amount

22.7 19.6 87 69 - 119Arsenic

44.1 36.8 83 62 - 113Lead

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Quality Control Results

Job Number:   720-24354-1Client:   LFR, Inc.

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1849

12/01/2009  1854

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  720-62265

1.0

1.0

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

mg/Kg

12/01/2009  1130

Prep Batch:   720-62265

Analysis Batch:   720-62302

1.01   g

50   mL

1.03   g

50   mL

mg/Kg

12/01/2009  1130

Analysis Batch:   720-62302

Prep Batch:   720-62265

Method: 6010B

Preparation: 3050B

N/A

N/A

Thermo  6500 ICP

Thermo  6500 ICP

LCS 720-62265/2-A

LCSD 720-62265/3-A

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9596 80 - 120 3 20Arsenic

101102 80 - 120 3 20Lead

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

12/01/2009  1859

12/01/2009  1904

Solid

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  720-62265

4.0

4.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Analysis Batch:   720-62302

Analysis Batch:   720-62302

12/01/2009  1130

12/01/2009  1130

Prep Batch:   720-62265

Prep Batch:   720-62265

1.02   g

50   mL

0.99   g

50   mL

Method: 6010B

Preparation: 3050B

N/A

N/A

Thermo  6500 ICP

Thermo  6500 ICP

720-24354-1

720-24354-1

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

92 91 75 - 125 2 20Arsenic

90 89 75 - 125 2 20Lead

TestAmerica San Francisco

Calculations are performed before rounding to avoid round-off errors in calculated results.
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Login Sample Receipt Check List

Client: LFR, Inc. Job Number: 720-24354-1

Login Number: 24354

Question T / F/ NA Comment

Creator: Hoang, Julie

List Source: TestAmerica San Francisco

List Number: 1

Radioactivity either was not measured or, if measured, is at or below 

background

N/A

The cooler's custody seal, if present, is intact. N/A

The cooler or samples do not appear to have been compromised or 

tampered with.

True

Samples were received on ice. True

Cooler Temperature is acceptable. True

Cooler Temperature is recorded. True

COC is present. True

COC is filled out in ink and legible. True

COC is filled out with all pertinent information. True

There are no discrepancies between the sample IDs on the containers and 

the COC.

True

Samples are received within Holding Time. True

Sample containers have legible labels. True

Containers are not broken or leaking. True

Sample collection date/times are provided. True

Appropriate sample containers are used. True

Sample bottles are completely filled. True

There is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

True

VOA sample vials do not have headspace or bubble is <6mm (1/4") in 

diameter.

True

If necessary, staff have been informed of any short hold time or quick TAT 

needs

True

Multiphasic samples are not present. True

Samples do not require splitting or compositing. True

Is the Field Sampler's name present on COC? True

Sample Preservation Verified True
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